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ORIGINAL RESEARCH
ADULT BRAIN

Synthetic MRI for Clinical Neuroimaging: Results of the
Magnetic Resonance Image Compilation (MAGiC) Prospective,

Multicenter, Multireader Trial
X L.N. Tanenbaum, X A.J. Tsiouris, X A.N. Johnson, X T.P. Naidich, X M.C. DeLano, X E.R. Melhem, X P. Quarterman,

X S.X. Parameswaran, X A. Shankaranarayanan, X M. Goyen, and X A.S. Field

ABSTRACT

BACKGROUND AND PURPOSE: Synthetic MR imaging enables reconstruction of various image contrasts from 1 scan, reducing scan times
and potentially providing novel information. This study is the first large, prospective comparison of synthetic-versus-conventional MR
imaging for routine neuroimaging.

MATERIALS AND METHODS: A prospective multireader, multicase noninferiority trial of 1526 images read by 7 blinded neuroradiologists
was performed with prospectively acquired synthetic and conventional brain MR imaging case-control pairs from 109 subjects (mean,
53.0 � 18.5 years of age; range, 19 – 89 years of age) with neuroimaging indications. Each case included conventional T1- and T2-weighted,
T1 and T2 FLAIR, and STIR and/or proton density and synthetic reconstructions from multiple-dynamic multiple-echo imaging. Images were
randomized and independently assessed for diagnostic quality, morphologic legibility, radiologic findings indicative of diagnosis, and
artifacts.

RESULTS: Clinical MR imaging studies revealed 46 healthy and 63 pathologic cases. Overall diagnostic quality of synthetic MR images was
noninferior to conventional imaging on a 5-level Likert scale (P � .001; mean synthetic-conventional, �0.335 � 0.352; � � 0.5; lower limit
of the 95% CI, �0.402). Legibility of synthetic and conventional morphology agreed in �95%, except in the posterior limb of the internal
capsule for T1, T1 FLAIR, and proton-density views (all, �80%). Synthetic T2 FLAIR had more pronounced artifacts, including �24.1% of cases
with flow artifacts and �17.6% cases with white noise artifacts.

CONCLUSIONS: Overall synthetic MR imaging quality was similar to that of conventional proton-density, STIR, and T1- and T2-weighted
contrast views across neurologic conditions. While artifacts were more common in synthetic T2 FLAIR, these were readily recognizable and
did not mimic pathology but could necessitate additional conventional T2 FLAIR to confirm the diagnosis.

ABBREVIATIONS: � � Kappa statistic; MAGiC � MAGnetic resonance image Compilation; MDME � multiple-dynamic multiple-echo; PD � proton density

Synthetic MR imaging uses quantitative probing of multiple

physical properties to reconstruct multiple contrasts from 1

scan. Parameters like TR, TE, and TI can be modified with math-

ematic inferences rather than being predetermined.1-3 The speed

of diagnostic brain studies can thus be reduced to only about 5

minutes with synthetic MR imaging.4 This advancement may help

improve throughput and reduce rescanning, while also providing

quantitative information of research interest.4-6

Clinical studies of synthetic MR imaging are highly hetero-

geneous in that they examine a variety of conditions with

widely varying scan parameters, with a paucity of large, ran-

domized trials to inform clinical usage.3,6 Blystad et al5 (2012)

reported that synthetic images had diagnostic utility similar to

that of conventional imaging series, though with some quality

issues like granulation and contrast particularly apparent in

FLAIR views. Other studies reported good quality and contrast
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for synthetic images among certain indications, such as multi-

ple sclerosis, brain metastasis,6,7 and myelination patterns.8

Because image quality endpoints are reliant on reader judg-

ment (reported to have up to 41% variability and only fair-to-

moderate interrater agreement9,10) and scanning conditions,

drawing clinically relevant inferences from diverse small trials

is challenging. Furthermore, the broad diversity of both

healthy and pathologic morphologic variants encountered in

routine neuroimaging necessitates more robust clinical studies

of synthetic MR imaging for clinical neuroimaging.

This study was designed to compare the overall image qual-

ity of synthetic MR imaging with conventional MR imaging in

a general neuroimaging population. Secondary aims included

legibility of anatomic and morphologic features, artifact prev-

alence, and diagnostic performance across a range of cases

helpful in informing clinical usage and adoption of synthetic

MR imaging.

MATERIALS AND METHODS
Participants and Clinical Assessments
Subjects (n � 117) were enrolled prospectively into a multi-

reader multicenter case-control study across 6 hospitals from

November 2015 to January 2016 (ClinicalTrials.gov Identifier

NCT02596854). Of these, all complete cases (n � 109; 45 men,

64 women; mean, 53.0 � 18.5 years of age; range, 19 – 89 years)

with synthetic and conventional (control) acquisitions were

read. Subjects were 18 years of age or older with clinical indi-

cations for neuroimaging and without contraindications to

MR imaging or previously diagnosed congenital conditions or

extensive trauma prohibiting scanning. Governing ethics com-

mittees at each site approved this study, and subjects provided

written informed consent.

Image Acquisition
Images were prospectively acquired by using a fixed set of scan-

ning parameters closely approximating current standard of care

brain MR imaging (as detailed for 1.5T and 3T scanners in On-

line Table 1). First, conventional images were acquired by using

conventional 2D axial plane T1- and T2-weighted, T1 and T2

fluid-attenuated inversion recovery, short tau inversion recovery,

and proton density (PD) sequences. Then, a multiple-dynamic

multiple-echo (MDME) sequence was performed for synthetic

reconstruction, for a complete conventional and synthetic case-

control series. MDME uses a repeat version of the same gradient-

reversal process used to create a single gradient-echo to produce

additional gradient-echoes after a single radiofrequency pulse.

This is known as multiple (or dual) echo gradient-echo, which is

possible when complete loss of the transverse magnetization by

T2* relaxation has not yet occurred. Because MDME is a quanti-

tative sequence, it enables absolute quantification of tissue phys-

ical properties, like longitudinal R1 relaxation rate, transverse R2

relaxation rate, and PD independent of the scanner settings.

MDME parameters acquired in 1 scan are used in synthetic imag-

ing to calculate pixel intensity, producing an appearance similar

to that of conventional MR images with modifiable TE, TR, and

TI.5,11 Thus, synthetic (based on MDME) and conventional T1,

T2, T1 FLAIR, T2 FLAIR, PD, and STIR contrast views were col-

lected. MDME data were reconstructed outside the clinical care

environment by using MAGnetic resonance image Compilation

(MAGiC) software on a 64-bit Advantage Workstation (GE

Healthcare, Milwaukee, Wisconsin). No errors were logged dur-

ing processing, and the average processing time was approxi-

mately 2 minutes per case. Scan duration, subject disposition, and

imaging results were recorded for each case.

The site-determined diagnosis was recorded on the basis of

the results of MR imaging studies and work-up performed ac-

cording to the standard of care by clinical neuroradiologists.

The sites reported the reference (site-determined diagnosis) by

using the same scale as the study readers, which reports normal

or �1 pathologic subtype adapted from Osborn et al (2010)12:

1) traumatic, complex, indeterminate, or other condition or

injury; 2) congenital malformation; 3) ischemic or hemor-

rhagic stroke; subarachnoid hemorrhage/aneurysm; 4) vascu-

lar malformation; 5) neoplasm/primary neoplastic cysts; 6) in-

fectious/demyelinating disease; or 7) metabolic/degenerative

disorders.

Radiologic Assessments
Synthetic and conventional images sets were randomized and

assessed by 7 blinded independent neuroradiologists (�10

years’ experience) on standard imaging workstations. Case-

control pairs from the same subject were separated and read

across 2 sessions, separated by a 4-week memory-washout pe-

riod. Each read included either all synthetic or all conventional

contrast views from a case. Overall diagnostic image quality

was rated (considering all available contrast views) on a

5-point Likert-type scale: 5 � excellent (acceptable for diag-

nostic use), 4 � good (acceptable for diagnostic use), 3 �

acceptable (acceptable for diagnostic use but with minor is-

sues), 2 � poor (not acceptable for diagnostic use), or 1 �

unacceptable (not acceptable for diagnostic use). Ratings of

�3 were considered acceptable overall. For image sets rated as

unacceptable (1 or 2), the rationale was recorded as “open

text.” Readers also recorded radiologic findings indicative of a

diagnosis with corresponding Osborn classifications.

For each contrast view, readers rated the legibility (or visibility

of margins and structures associated with key anatomic/morpho-

logic features) of anatomies defined a priori. Legibility ratings

supplemented overall image-quality data, which consider all re-

gions of the brain, as a means of providing specific information

about anatomic regions in brain imaging. Each anatomy was rated

on a binary scale (legible/illegible), including the following: cen-

tral sulcus, head of the caudate nucleus, posterior limb of the

internal capsule, cerebral peduncle, middle cerebellar peduncle,

and cervicomedullary junction. Readers recorded whether any of

the following artifacts were present:13 low signal-to-noise, motion

and section issues, infolding or wrap-around, white pixel or spike

noise, phase encoding, flow, contrast-to-noise, low image resolu-

tion, or blurring. Readers could provide free text comments on

any other observations.

Statistical Analysis
Statistical analysis was performed in SAS 9.2 (SAS Institute, Cary,

North Carolina), and sample size was calculated in PASS12
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(NCSS Statistical Software, Kaysville, Utah). Per the prospective

statistical plan to determine noninferiority, a Wilcoxon signed

rank test was used to determine noninferiority of synthetic-to-

conventional MR imaging in terms of the overall diagnostic image

quality score, by using a 1-sided � � .025 test with a noninferior-

ity margin of � � .5 with a 5-level Likert scale. The primary

hypothesis is 1-sided and can be stated as H0:S � �� and HA:S �

��, where the S is the median difference of overall diagnostic

image quality across readers for synthetic-versus-conventional

MR imaging, in which noninferiority is established by rejecting

the null hypothesis. The margin (�) of .5 was determined sta-

tistically on the basis of the population and was confirmed by

clinical estimates from prior research5 and institutional pilot

data, in accordance with recommendations for determination

of noninferiority margins described in the US Food and Drug

Administration Guidance for Industry: Non-Inferiority Clinical

Trials to Establish Effectiveness (2016) (https://www.fda.gov/

downloads/Drugs/GuidanceComplianceRegulatoryInformation/

Guidances/UCM202140.pdf) and trial designs for noninferiority

testing in radiology reviewed by Ahn et al (2012).14 Descriptive sta-

tistics were used to summarize secondary endpoints of anatomic/

morphology legibility by anatomic region, artifact prevalence, and

diagnostic performance (sensitivity/specificity) by the Osborn classi-

fication. Interrater reliability between readers was assessed by kappa

(�) statistic.

RESULTS
Overall Diagnostic Quality
Each of 7 blinded neuroradiologists read all 109 clinically ac-

quired case-control image sets (109 synthetic and 109 conven-

tional) for a total of 1526 reads (763 synthetic and 763 conven-

tional reads). Of these, 56/109 were acquired on 1.5T static field

strength scanners and 53/109 were acquired on 3T scanners. Be-

cause no significant differences for 5-level image quality scores

(acceptable � 3, 4, or 5 versus unacceptable � 1 or 2) were ob-

served on the basis of scanner static field strength (1.5T or T) or

acquisition site (P � .05 with a 2-tailed t test), results were pooled

for analysis. The duration of scanning was recorded, with a single-

acquisition sequence for synthetic reconstruction requiring 5

minutes 36 seconds on 1.5T scanners and 5 minutes 4 seconds on

3T scanners (On-line Table 1).

Considering all contrast views, 734 (96%) synthetic cases and

745 (98%) conventional cases were rated as acceptable (�3 on a

5-point scale) (Table). Figure 1 shows comparable synthetic and

conventional case-control images from a normal (no pathology

present) brain by contrast view. Figures 2–5 show case-control

Diagnostic image-quality ratings by static field strength of scanner and overalla

Diagnostic Qualityb

1.5T Scanner 3T Scanner Overall (1.5T + 3T)

Syn (N = 392) Con (N = 392) Syn (N = 371) Con (N = 371) Syn (N = 763) Con (N = 763)
Acceptable for diagnostic use (3,4,5) 380 (97%) 387 (99%) 354 (95%) 358 (96%) 734 (96%) 745 (98%)

Excellent (rated 5) 64 (16%) 183 (47%) 37 (10%) 103 (28%) 101 (13%) 286 (37%)
Good (rated 4) 266 (68%) 170 (43%) 230 (62%) 199 (54%) 496 (65%) 369 (48%)
Acceptable (rated 3) 50 (13%) 34 (9%) 87 (23%) 56 (15%) 137 (18%) 90 (12%)

Unacceptable for diagnostic use (1,2) 12 (3%) 5 (1%) 17 (5%) 13 (4%) 29 (4%) 18 (2%)
Poor (rated 2) 10 (3%) 5 (1%) 16 (4%) 12 (3%) 26 (3%) 17 (2%)
Unacceptable (rated 1) 2 (1%) 0 1 (0.3%) 1 (0.3%) 3 (0.4%) 1 (0.1%)

Note:—Syn indicates synthetic MR imaging; Con � conventional MR imaging (control).
a All data are shown as n (n/N%), where n is the count and N is the total reads per category (defined in the upper row of this table).
b Five-point scale.

FIG 1. Axial synthetic and conventional 3T MR imaging of a normal brain. Conventional (upper row) and synthetic (lower row) image sets exhibit
similar legibility and quality. Slight differences in contrast levels are apparent, which do not adversely impact the diagnostic utility of images,
particularly between T1 FLAIR and T2 FLAIR views.
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images across a range of brain pathologies (continued in On-line

Figs 1–3). Overall diagnostic image quality of synthetic images

was statistically noninferior to conventional images, with a mean

difference (synthetic-conventional) across readers of �0.335 �

0.352 with a lower limit of the (1-sided) 95% CI of �0.402 (me-

dian, �0.428; minimum, �1.286; and maximum, 0.714; P �

.001). Among synthetic images rated as poor or unacceptable (1

or 2 on a 5-point scale), the most common quality issue was pa-

tient motion in synthetic image sets owing to generating from a

single acquisition (where a single motion event propagates across

all reconstructed contrast views).

Legibility of Anatomic/Morphologic Features
Anatomic/morphologic features were visualized and rated as leg-

ible in synthetic and conventional imaging for �98% of regions

across contrast views, except in the cervicomedullary junction

rated at 96% on both synthetic and conventional imaging (On-
line Table 2). For synthetic and conventional pairs from the same

subject, readers agreed for �95% of anatomic/morphologic re-

gions across contrast views, except in the posterior limb of the

internal capsule for T1, T1 FLAIR, and PD views (�80% agree-

ment). Notably, 6 of 7 readers had agreement of 99%–100% for

T1 FLAIR, with 1 reader as an outlier at 89%, possibly related to

experience. Further study will be needed to investigate the in-

fluence of experience on reading synthetic images and possible

training solutions.

Artifacts Occurrence and Characterization
Fewer artifacts (all characterizations) were identified in synthetic

than in conventional imaging for T1-weighted (9.2%), STIR

(24.8%), and PD (1.1%) contrast views (On-line Table 3). Syn-

thetic images had more artifacts overall on the T2-weighted

(5.0%), T1 FLAIR (17.9%), and T2 FLAIR (49.3%) contrast views

(On-line Table 3). Phase-encoding artifacts were less frequent in

synthetic STIR images (27.2%) and synthetic T1 contrast views

(13.0%). Synthetic contrast views were more likely to contain

FIG 2. Left frontal lobe cystic tumor on axial synthetic and conventional 3T MR imaging in a 31-year-old woman. Conventional (upper row) and
synthetic (lower row) image sets exhibit similar legibility and quality.

FIG 3. Chronic right cerebellar infarction in a 37-year-old woman on axial synthetic and conventional 3T MR imaging. Conventional (upper row)
and synthetic (lower row) image sets exhibit similar legibility and quality.
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white pixels/spike noise artifacts across contrast views (except

PD), and flow artifacts were more common in synthetic views,

most notably in the synthetic T1-weighted (13.0%), T1 FLAIR

(22.1%), and T2 FLAIR (24.1%) contrast views.

Readers identified relatively more artifacts among synthetic

T2 FLAIR contrast views compared with other synthetic and con-

ventional contrast views. Synthetic T2 FLAIR showed 24.1% more

flow artifacts, 17.6% more white noise artifacts, and 59.2% more

artifacts marked as “other” compared with conventional views.

Examination of reader free text comments revealed that artifacts

marked as “other” primarily described localized, granulated hy-

perintensities apparent in the margins only in synthetic T2 FLAIR

contrast views (Fig 6). These artifacts were recognizable by a dis-

tinct pixelated appearance and a tendency to occur along tissue-

CSF boundaries only in T2 FLAIR views in otherwise unremark-

able image sets. Readers reported that synthetic T2 FLAIR may

have some diagnostic limitations in practice, which could neces-

sitate a conventional T2 FLAIR scan. However, owing to the na-

ture of synthetic imaging (which results in a full range of possible

contrast views for cross-comparison), neuroradiologists were

readily able to distinguish T2 FLAIR artifacts from pathology,

without impacting diagnostic utility.

Diagnostic Performance
Overall interrater agreement (� correlation coefficient) for pa-

thology detection was 0.502 for synthetic images and slightly

higher at 0.605 for conventional images. Across the 7 readers

(1526 total reads, including 763 synthetic and 763 conventional

pairs), overall sensitivity for correct identification of pathology

ranged from 60.32 (95% CI, 47.20 –72.43) to 95.24 (95% CI,

86.71–99.01) among readers for conventional versus 55.56 (95%

CI, 42.49 – 68.08) to 96.83 (95% CI, 89.00 –99.61) among readers

for synthetic imaging, with the site-determined diagnosis as the

criterion standard. On the basis of clinically confirmed diagnoses

reported by the site (based on clinical MR imaging studies and,

when necessary, additional follow-up or laboratory testing), the

study included 46 healthy and 63 pathologic cases (of which 2

cases contained 2 pathology types and 1 case contained 3 pathol-

ogy types), including 7 traumatic or complex injuries, 2 congen-

ital malformations, 12 strokes/hemorrhages, 2 vascular malfor-

mations, 32 neoplasms/primary neoplastic cysts, 10 infectious/

demyelinating conditions, and 2 metabolic/degenerative disorders.

Readers of synthetic MR imaging showed equal or higher ability to

diagnose all pathologies, except for neoplasms/primary neoplastic

cysts (n � 2, difference in detection of �6.3% sensitivity and �1.3%

specificity among readers) subgroup and infectious diseases (n � 10,

difference in detection of �10.0% sensitivity and �3.0% specificity).

DISCUSSION
To our knowledge, this is the first large, prospective, randomized

study of synthetic MR imaging technology to enroll a cross-sec-

tion of the neuroimaging population, including a variety of brain

pathologies encountered in clinical practice. On the basis of

blinded assessments from 7 neuroradiologists, the overall diag-

nostic quality of synthetic MR imaging was statistically noninfe-

rior to conventional MR imaging series for T1- and T2-weighted,

T1 and T2 FLAIR, STIR, and PD contrast views. Furthermore,

neuroradiologists reported similar anatomic/morphologic fea-

ture legibility in both synthetic and conventional images. Both

synthetic and conventional sequences exhibited similar quality

issues and artifact trends for T1- and T2-weighted, STIR, and PD

contrast views, while synthetic imaging had more FLAIR artifacts.

Synthetic FLAIR artifacts were readily recognizable by cross-com-

parison within contrast views and thus did not significantly im-

pact the diagnostic use of synthetic MR imaging. Overall, study

results demonstrated that both synthetic and conventional imag-

ing have similar diagnostic utility.

Anatomic and morphologic characteristics were visible in

FIG 4. Multiple sclerosis in axial synthetic and conventional 3T MR imaging in a 58-year-old woman. Multifocal demyelinating lesions are
apparent within the cerebral white matter; these lesions appear similar on conventional (upper row) and synthetic (lower row) image sets. A
slight misregistration is apparent due to patient motion between the MDME scan (used for synthetic reconstruction, lower row) and the
comparable conventional scan acquired in the study (upper row). While misregistration due to motion can pose challenges in conventional serial
acquisitions due to partial section differences in images across contrast views, synthetic reconstruction inherently prevents misregistration
across synthetic contrast views.
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both synthetic and conventional views, though both exhibited

issues pertaining to visualizing the craniocervical junction, CSF

suppression, and pulsation artifacts that are well-documented in

MR imaging.5,15-18 Synthetic imaging exhibited characteristic hy-

perintense artifacts in FLAIR views, corroborating previous re-

ports that further work will be necessary before synthetically gen-

erated FLAIR views can fully replace conventional FLAIR in

practice.5,6 While FLAIR artifacts contributed to lower overall

image quality scores (because all views were considered in this

composite primary end point), the overall impact of FLAIR arti-

facts on diagnosis was inherently limited by the nature of the

synthetic views, in which immediate cross-comparison with other

contrast views is possible. On rare occasions, encoding artifacts in

FLAIR views could necessitate clinical workflow changes such as

the addition of a single conventional scan; however, the impact

on the patient’s overall scan experience is offset by the time sav-

ings of the synthetic acquisition. Furthermore, motion and signal-

encoding artifacts were observed to affect all reconstructed syn-

thetic views if present in the original acquisition. As few as 7.5% of

single MR images exhibited motion artifacts, while up to 19.8% of

long scans of multiple contrasts may be
affected.19 Because synthetic imaging re-
duces the overall scan time, the impact
of acquisition issues is expected to be
limited in practice.

Diagnostic performance of synthetic
imaging was similar to that of conven-
tional MR imaging, as indicated by sta-
tistical noninferiority of synthetic im-
ages. While the noninferiority model is
decisive for effectiveness in therapeutic
studies, which directly assess ultimate
patient outcomes, elucidating the clini-
cal implications of noninferiority find-
ings in radiology is less straightforward
because the negative effects of image
quality may have variable effects on ulti-
mate patient outcomes.14 Thus, from a
clinical perspective, we observed that in
both synthetic and conventional MR
imaging, some neoplasms/primary neo-
plastic cysts and infectious or demyeli-
nating conditions were challenging for
readers to identify without additional
clinical or laboratory work-up, possibly
due to overlapping appearances of neo-
plastic and inflammatory conditions on
MR images.20,21

The sensitivity and specificity of MR
imaging in neuroradiology have been
reported to range from 39% to 98% and
33% to 100%, respectively, with wide
variations based on reader experience
and the pathologic condition stud-
ied.22-25 Across study readers, synthetic
MR imaging sensitivity and specificity
had values within typical clinically ob-

served ranges for blinded MR imaging

reads (without clinical context).22-25 Statistical variations in diag-

nostic classifications may be centrally attributable to small sam-

ples of certain pathologies in the present study, meriting further

study of these pathologic subgroups. Synthetic scanning is per-

formed in the axial view only, and some clinical cases may be

limited by spatial resolution in this section direction. Owing to

the relatively shorter synthetic acquisition time, however, ad-

ditional sequences can also be combined with the synthetic

acquisition in a single examination session with minimal bur-

den on the patient.

The strengths of this study include the use of a prospective

acquisition protocol with matched scanning parameters (On-line

Table 1). Because scans were acquired in a fixed order with

MDME (synthetic reconstruction) acquired last, a relative pro-

pensity toward motion artifacts in synthetic images may not be

representative of actual occurrence. Reports have, however,

shown that single scans of short duration have lower incidences of

motion than longer scans.13,26 The trial results support the use of

synthetic MR imaging in brain imaging to reduce scan time and

FIG 5. Chronic infarction in synthetic and conventional 3T MR imaging shown alongside color
functional perfusion maps in a 62-year-old man. Conventional (rows 1 and 3) and synthetic (rows
2 and 4) views show similar legibility and quality. T1 FLAIR and T2 FLAIR views have some granu-
lated white noise in the margins. Color quantitative perfusion maps (lower right) demonstrate
decreased flow and prolonged transit time in this region of chronic infarction.
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the associated discomfort for patients undergoing brain MR im-

aging, with diagnostic performance similar to that of conven-

tional imaging.

CONCLUSIONS
The current study demonstrated that synthetic images were sta-

tistically noninferior in terms of overall diagnostic image quality

compared with conventional MR images, with similar diagnostic

utility for detecting a range of brain pathologies. Both synthetic

and conventional MR imaging could visualize anatomic and mor-

phologic features of the brain, with similar trends in artifacts and

diagnostic utility. Because synthetic reconstructions rely on the

quality of a single scan, care should be taken to minimize motion

and acquisition artifacts. While more artifacts were observed in

synthetic T2 FLAIR reconstructions, cross-comparison with

other contrast views enabled neuroradiologists to readily detect

these artifacts without interfering with the diagnostic ability of

synthetic images. The trial results support the use of synthetic MR

imaging in brain imaging to reduce scan time and discomfort for

patients undergoing brain MR imaging, while acquiring high-

quality diagnostic MR images. We expect that further research

may reveal additional applications for synthetic MR imaging.
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13. Krupa K, Bekiesińska-Figatowska M. Artifacts in magnetic reso-
nance imaging. Pol J Radiol 2015;80:93–106 CrossRef Medline

14. Ahn S, Park SH, Lee KH. How to demonstrate similarity by using
noninferiority and equivalence statistical testing in radiology re-
search. Radiology 2013;267:328 –38 CrossRef Medline

15. Tha K, Terae S, Kudo K, et al. Differential diagnosis of hyperintense
cerebrospinal fluid on fluid-attenuated inversion recovery images
of the brain, Part II: non-pathological conditions. Br J Radiol 2009;
82:610 –14 CrossRef Medline

16. Tha K, Terae S, Kudo K, et al. Differential diagnosis of hyperintense
cerebrospinal fluid on fluid-attenuated inversion recovery images
of the brain, Part I: pathological conditions. Br J Radiol 2009;82:
426 –34 Medline

FIG 6. Subdural hematoma on T2 FLAIR in synthetic and conventional 3T
MR imaging demonstrating pronounced artifacts. Conventional (left) and
synthetic (right) T2 FLAIR images are shown for a patient with subdural
hematoma, in which synthetic T2 FLAIR has notable granulated hyperin-
tensities and lacks contrast between the lesion and surrounding tissues.
Artifacts of this severity level were rare among synthetically recon-
structed images, possibly due to issues in the MDME acquisition that are
typically resolved on rescanning. For cases demonstrating these granu-
lated hyperintensities on the synthetic T2 FLAIR, artifacts were readily
recognizable by characteristic distortion and correlation with other con-
trast views without apparent artifacts. While these could necessitate
rescanning with conventional T2 FLAIR in some cases, when coupled with
other contrast views, these artifacts did not interfere with the diagnostic
accuracy of synthetic MR imaging.

AJNR Am J Neuroradiol 38:1103–10 Jun 2017 www.ajnr.org 1109

http://dx.doi.org/10.1148/radiology.153.1.6089265
http://www.ncbi.nlm.nih.gov/pubmed/6089265
http://dx.doi.org/10.1002/mrm.21165
http://www.ncbi.nlm.nih.gov/pubmed/17326183
http://dx.doi.org/10.1016/j.mri.2015.02.013
http://www.ncbi.nlm.nih.gov/pubmed/25708264
http://dx.doi.org/10.1002/mrm.21635
http://www.ncbi.nlm.nih.gov/pubmed/18666127
http://dx.doi.org/10.1258/ar.2012.120195
http://www.ncbi.nlm.nih.gov/pubmed/23024181
http://dx.doi.org/10.3174/ajnr.A4665
http://www.ncbi.nlm.nih.gov/pubmed/26797137
http://dx.doi.org/10.1177/2058460115626757
http://www.ncbi.nlm.nih.gov/pubmed/26962461
http://dx.doi.org/10.1007/s00234-016-1723-9
http://www.ncbi.nlm.nih.gov/pubmed/27438803
http://dx.doi.org/10.1016/j.seizure.2015.06.011
http://www.ncbi.nlm.nih.gov/pubmed/26216698
http://dx.doi.org/10.1177/1352458515615225
http://www.ncbi.nlm.nih.gov/pubmed/26564995
http://dx.doi.org/10.1097/00004424-200412000-00008
http://www.ncbi.nlm.nih.gov/pubmed/15550838
http://dx.doi.org/10.12659/PJR.892628
http://www.ncbi.nlm.nih.gov/pubmed/25745524
http://dx.doi.org/10.1148/radiol.12120725
http://www.ncbi.nlm.nih.gov/pubmed/23610094
http://dx.doi.org/10.1259/bjr/29238647
http://www.ncbi.nlm.nih.gov/pubmed/19541945
http://www.ncbi.nlm.nih.gov/pubmed/19386961


17. Ogbole G, Soneye M, Okorie C, et al. Intraventricular cerebrospinal
fluid pulsation artifacts on low-field magnetic resonance imaging:
potential pitfall in diagnosis? Niger Med J 2016;57:59 – 63 CrossRef
Medline

18. Hakky M, Pandey S, Kwak E, et al. Application of basic physics prin-
ciples to clinical neuroradiology: differentiating artifacts from true
pathology on MRI. Am J Roentgenol 2013;201:369 –77 CrossRef
Medline

19. Andre J, Bresnahan B, Mossa-Basha M, et al. Toward quantifying the
prevalence, severity, and cost associated with patient motion dur-
ing clinical MR examinations. J Am Coll Radiol 2015;12:689 –95
CrossRef Medline

20. Dagher AP, Smirniotopoulos J. Tumefactive demyelinating lesions.
Neuroradiology 1996;38:560 – 65 CrossRef Medline

21. Mabray M, Cohen B, Villanueva-Meyer J, et al. Performance of appar-
ent diffusion coefficient values and conventional MRI features in dif-
ferentiating tumefactive demyelinating lesions from primary brain
neoplasms. AJR Am J Roentgenol 2015;205:1075–85 CrossRef Medline

22. Atighechi S, Zolfaghari A, Baradaranfar M, et al. Estimation of sen-
sitivity and specificity of brain magnetic resonance imaging and
single photon emission computed tomography in the diagnosis of
olfactory dysfunction after head traumas. Am J Rhinol Allergy 2013;
27:403– 06 CrossRef Medline

23. Wollman D. Sensitivity and specificity of neuroimaging for the di-
agnosis of Alzheimer’s disease. Dialogues Clin Neurosci 2003;5:
89 –99 Medline
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