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BACKGROUND AND PURPOSE: Ischemic stroke is commonly embolic, either from carotid atheroscle-
rosis or from cardiac origin. These potential sources of emboli need to be investigated to accurately
prescribe secondary stroke prevention. Moreover, the mortality in ischemic stroke patients due to
ischemic heart disease is greater than that of age-matched controls, thus making evaluation for
coronary artery disease important in this patient population. The purpose of this study was to evaluate
the image quality of a comprehensive CTA protocol in patients with acute stroke that expands the
standard CTA coverage to include all 4 chambers of the heart and the coronary arteries.

MATERIALS AND METHODS: One hundred twenty patients consecutively admitted to the emergency
department with suspected cerebrovascular ischemia undergoing standard-of-care CTA were prospec-
tively enrolled in our study. We used an original tailored acquisition protocol using a 64-section CT
scanner, consisting of a dual-phase intravenous injection of iodinated contrast and saline flush, in
conjunction with a dual-phase CT acquisition, ascending from the top of the aortic arch to the vertex
of the head, then descending from the top of the aortic arch to the diaphragm. No beta blockers were
administered. The image quality, attenuation, and CNRs of the carotid, aortic, vertebral, and coronary
arteries were assessed.

RESULTS: Carotid, aorta, and vertebral artery image quality was 100% diagnostic (rated good or
excellent) in all patients. Coronary artery image quality was diagnostic in 58% of RCA segments, 73%
of LAD segments, and 63% of LCX segments. When we considered proximal segments only, the
diagnostic quality rose to 71% in the RCA, 83% in the LAD, and 74% in the LCX.

CONCLUSIONS: Our stroke protocol achieved excellent opacification of the left heart chambers, the
cervical arteries, and each coronary artery, in addition to adequate carotid and coronary artery image quality.

ABBREVIATIONS: AP � anteroposterior; BMI � body mass index; CABG � coronary artery bypass
graft; CCA � common carotid artery; CNR � contrast-to-noise ratio; CTA � CT angiography; CTDI �
CT dose index; ECG � electrocardiogram; ED � emergency department; DLP � dose-length
product; 1st Diag � first diagonal branch; HU � Hounsfield unit; ICA � internal carotid artery;
LAD � left anterior descending coronary artery; LAV � posterolateral branch originating from the
left coronary artery; LCX � left circumflex coronary artery; LM � left main coronary artery; OM �
obtuse marginal branch; PDA � posterior descending artery; RCA � right coronary artery; RAV �
posterolateral branch originating from the right coronary artery; R-R interval � time between 2
successive R waves; sec � seconds; TEE � transesophageal echocardiography

Patients presenting to the ED with symptoms of acute isch-
emic stroke are typically imaged by using CT to exclude

intracranial hemorrhage and to determine eligibility for intra-

venous thrombolysis. Because the cause of ischemic stroke is
commonly embolic, either from carotid atherosclerosis or
from the heart,1 these potential sources of emboli need to be
investigated to accurately prescribe secondary stroke preven-
tion. Toward this end, many centers now use a stroke CT pro-
tocol that includes CTA of the intracranial and cervical arteries
and the aortic arch. This imaging protocol may also include
perfusion CT to identify the infarct core and the ischemic pen-
umbra of an acute infarct.2 To complete the evaluation for
potential embolic sources, clinicians often order an additional
imaging study, typically a transthoracic or transesophageal
echocardiogram.3,4 This study is typically not conducted in the
ED, increasing the time to diagnosis and likely prolonging
hospitalization, thereby contributing to an increase in the di-
rect and indirect health care costs. Because CT imaging of the
heart is feasible,5 it would be desirable to image the heart as
well during the stroke CT protocol to both expedite this eval-
uation and reduce the number of additional procedures.

It is also important to evaluate patients with ischemic
stroke for coronary artery disease. This evaluation is especially
important if the stroke originated from a carotid artery ath-
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erosclerotic plaque because patients with carotid artery disease
are at higher risk for concomitant coronary artery disease than
the general population.6 Indeed, 20%– 40% of patients with
stroke have abnormal test findings for silent cardiac isch-
emia.7-11 Moreover, the mortality rate in patients with cere-
brovascular disease due to ischemic heart disease is twice that
of age-matched controls.12-14 Therefore, early diagnosis and
treatment of coronary artery disease could improve these pa-
tients’ quality of life and reduce their mortality. Advances in
CT technology have made noninvasive imaging of the coro-
nary arteries possible. Contrast-enhanced CTA with ECG gat-
ing permits excellent noninvasive visualization of the coro-
nary arteries when dedicated protocols are used.15,16

To allow a comprehensive assessment of patients with
acute stroke in 1 radiographic study on admission, we devel-
oped a novel stroke CT imaging protocol that includes CTA
coverage of the cardiac chambers and the coronary arteries,
along with the brain, the aorta, and the carotid arteries. In
addition to identifying the location of the infarct, the site of
occlusion in the brain, and possible carotid or aortic embolic
sources, our protocol evaluates cardiac clots and coronary ar-
tery disease. The goal of this study was to assess the image
quality afforded by this comprehensive triple rule-out stroke
CT imaging study (intracranial and cervical carotid arteries,
aorta, and heart). More specifically, we wanted to demonstrate
that concomitant high-quality imaging of the carotid and cor-
onary arteries was feasible during the same CT study.

Materials and Methods

Study Population
Our institutional review board approved this study, and informed

consent was obtained for each patient or his or her representative.

Patients with hyperacute stroke who were eligible for reperfusion

therapy were not considered for this study, at least until the neurolo-

gists in charge of these patients confirmed that the patients could be

approached for consent without any risk of delaying treatment.

All consecutive patients with symptoms suggestive of acute isch-

emic stroke 45 years of age or older referred for standard-of-care

emergent CT evaluation between August 1, 2006, and September 31,

2008, were considered for enrollment in this prospective study. Stan-

dard exclusion criteria for contrast-enhanced cardiac CTA were ap-

plied (previous allergic reaction to iodinated contrast, renal disease

with serum creatinine level �1.5 mg/mL, heart rate �100 beats per

minute, or irregular heart rate). Patients’ charts were reviewed for

discharge diagnoses.

CT Imaging Protocol
Our stroke CT protocol consisted of the following 6 steps: anteropos-

terior and lateral scout; noncontrast brain CT; 2 perfusion CT series

of the brain; CTA of the brain, neck, and heart; and postcontrast brain

CT. These CT studies were performed on a 64-section multidetector

CT scanner (LightSpeed VCT; GE Healthcare, Milwaukee, Wiscon-

sin) and were performed without prior administration of beta block-

ers or nitroglycerin to the patients.

In the fifth step of our CT protocol, a combined carotid coronary

CTA series was performed, consisting of 2 helical acquisitions and a

dual-phase contrast injection (Fig 1). The first acquisition was non-

ECG gated, ascending from the aortic arch origin to the vertex of the

head. The second acquisition was performed during a single breath-

hold and was retrospectively ECG gated, descending from the aortic

arch origin to the diaphragm. This second acquisition extended the

standard-of-care stroke CT protocol coverage to include the entire

heart and the full length of the coronary arteries. The acquisition

parameters were as follows: 64 � 0.625 mm collimation, 0.33-second

gantry rotation time, 120-kV tube voltage, and 850-mA tube current.

A section thickness of 1.25 mm and a pitch of 0.92 were used for the

Fig 1. Stroke CT protocol design. A bolus of 30 cc of contrast was injected into the right or left cubital vein, followed by a 15 cc saline flush, both at an injection rate of 5 cc per second.
The first acquisition (1) (not ECG gated) ascends from the aortic arch origin to the vertex of the head, taking place after a delay determined from perfusion CT used as a bolus test, typically
15 seconds. A second bolus (2) of 60 cc of contrast was injected 3 seconds later and followed by a 60 cc saline flush, again at an injection rate of 5 cc per second. The second acquisition
descends from the aortic arch origin to the diaphragm and is ECG gated.
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aortic arch, and carotid and intracranial arteries, whereas a section

thickness of 0.625 mm and a pitch of 0.2 were used for the coronary

arteries.

The time of maximal enhancement on the perfusion CT series,

considered as bolus tests, was used to calculate the contrast transit

time. This contrast transit time determined the delay between initial

contrast injection and the first acquisition. The dual-phase contrast

injection consisted of 2 boluses of 30 cc and 60 cc iodinated contrast

material (iohexol, Omnipaque; Amersham Health, Princeton, New

Jersey; 350 mg/mL of iodine) injected into the right or left (preferably

the right) cubital vein, followed by saline injection phases of 15 cc and

60 cc, respectively. The injection rate was 5 cc/s for both the contrast

and the saline. The scanning mode for the heart was selected on the

basis of the heart rate observed during a test breath-hold. One-sector

reconstruction was performed if the heart rate was �65 beats per

minute and 2-sector reconstruction, if the heart rate was �65 beats

per minute. The heart rate recorded during the cardiac acquisition

was later evaluated for its effect on image quality.

XYZ dose modulation was applied to all CT acquisitions except

the perfusion CT series, which was performed by using 80 kV(peak)

and 100 mAs.

The total amount of contrast for our complete CT protocol, in-

cluding the 5 phases, was 170 cc, only 20 cc more compared with a

standard stroke CT protocol without the cardiac component.

Carotid CTA Evaluation
The image quality and mean attenuation of the CCAs and ICAs, aorta,

and vertebral arteries were assessed by 2 neuroradiologists blinded to

the patient’s clinical information. The image quality of each vessel was

graded on a 3-point scale (0 � excellent, 1 � good, and 2 � nondi-

agnostic). The percentage diagnostic was calculated by dividing the

number of good or excellent vessels by the total number of assessed

vessels.

The mean attenuation was measured for each vessel by placing a

circular 3-mm2 region of interest (200 mm2 in the aorta) within each

contrast-enhanced lumen. Regions of interest were also placed in the

connective tissue surrounding each vessel lumen. Image noise was

defined as the SD of the mean attenuation of a region of interest of 200

mm2 placed in the aortic root at the level of the left main coronary

artery. The CNR was then calculated by using the following equation,

as proposed in previous work15,17:

CNR � (CT Attenuation Lumen � CT Attenuation Connective

Tissue) / Image Noise.

CNR values were calculated in the following 12 locations: the left

and right ICAs, left and right CCAs, left and right vertebral arteries,

ascending aorta, descending aorta, superior vena cava, left and right

internal jugular veins, and the subclavian vein contralateral to the side

of contrast injection. The CNRs in the CCAs and ICAs were measured

3 cm below and 3 cm above the carotid bifurcation, respectively. The

CNRs in the superior vena cava and the ascending and descending

aortas were measured at the level of the right pulmonary artery. The

CNRs in the internal jugular veins were measured at the level of the

superior margin of the hyoid bone. The CNR in the subclavian vein

was measured at the level of the sternal notch.

Cardiac CTA Evaluation
To prepare the cardiac CTA for evaluation, we retrospectively recon-

structed axial images of the heart by using a section thickness of 1.25

mm in 1.0-mm increments from 5% to 95% every 10% of the cardiac

cycle. Data were transferred to and postprocessed on an off-line work-

station (Advantage Workstation, Version 4.4 software, GE Health-

care). Curved multiplanar reformatted images of each coronary ar-

tery were rendered and evaluated by 2 chest radiologists blinded to the

patient’s clinical information. The cardiac phase providing the high-

est quality images was selected for each artery, and the phase used was

recorded.

We evaluated the image quality of the following coronary arteries:

the RCA, LM, LAD, and LCX. The image quality of each coronary

artery was graded on a 3-point scale (0 � excellent, 1 � good, and 2 �

nondiagnostic) and involved 3 analyses: First, we performed a seg-

ment-level analysis on the basis of the 10-segment coronary tree illus-

trated in On-line Fig 1. We gave each coronary artery segment an

image-quality score, and if nondiagnostic, we applied 1 of the follow-

ing categories: poor contrast enhancement, motion artifacts, streak

artifacts, tiny vessel size, heavy calcification, or pacemaker artifacts.

“Motion artifacts” were defined as any blurring of the normally

sharply defined vessel contour.15,18,19 Poor contrast enhancement,

motion artifacts, and streak artifacts were considered to be a direct

result of our protocol, whereas tiny vessel size, heavy calcification, and

pacemaker artifacts were not.

Next, we performed a vessel-level analysis in which each coronary

artery in each patient was given an overall image-quality grade. A

vessel was considered excellent if the entire vessel was diagnostic,

good if 1 or 2 segments were diagnostic, and nondiagnostic if no

segments were diagnostic. Those segments that were nondiagnostic

for reasons unrelated to our protocol (ie, tiny vessel size, heavy calci-

fication, or pacemaker artifacts) were omitted from this analysis.16,20

Finally, a patient-level analysis was performed. Each patient was

put into 1 of 3 categories on the basis of the percentage of their 10-

segment coronary tree that was diagnostic. A patient’s cardiac exam-

ination was considered excellent if 75%–100% of their coronary tree

was diagnostic, good if 50%–74% of their coronary tree was diagnos-

tic, and failed if 0%– 49% was considered diagnostic.

The mean attenuation was measured for each coronary artery seg-

ment. A circular 2-mm2 region of interest was placed in the contrast-

enhanced lumens of the coronary arteries along with the connective

tissue adjacent to these arteries. Image noise was defined as the SD of

CT attenuation measured in the aortic root at the level of the left main

coronary artery. The CNR was then calculated, by using the following

equation, as proposed in previous work15,17:

CNR � (CT Attenuation Lumen � CT Attenuation Connective

Tissue) / Image Noise.

CNR values were calculated in the following 13 locations: the

proximal RCA, mid-RCA (distal to the acute marginal branch), distal

RCA (proximal to the origin of the PDA), acute marginal branch,

PDA, LM, proximal LAD, mid-LAD (distal to the first diagonal

branch), proximal first diagonal branch, proximal LCX, mid-LCX

(distal to first OM), distal LCX (distal to the origin of the second

OM), and proximal first OM (On-line Fig 1).

The lengths of the RCA, LM, LAD, and LCX were measured by

using the curved multiplanar reformatted images. These lengths

were measured manually in the centerline of the vessel from the

ostium to the most distal point at which the enhanced vessel lumen

was still clearly visible. The length of the RCA was defined as the

length of the RCA solely or in conjunction with either the PDA or

the posterolateral branch if these branches originated from the

RCA and were of large diameter. The length of the LCX was de-

fined as either the length of the entire LCX or the length of the
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proximal LCX plus the first or second OM if 1 of these branches

had a larger diameter. In case of a left dominant circulation, the

PDA was taken into account in the length of the LCX. Using the

same reconstructions, we also measured the vessel lengths visual-

ized free of motion artifacts.

Cardiac Chamber Opacification
The cardiac chambers were evaluated for proper contrast opacifica-

tion and timing. Contrast opacification was evaluated by placing re-

gions of interest within each chamber to measure the mean attenua-

tion level. Contrast timing was evaluated by comparing mean

attenuation levels in the left cardiac chambers with those in the right

cardiac chambers. We established 4 categories for timing: correct tim-

ing (greater attenuation in the left atrium/left ventricle than in the

right atrium/right ventricle), early (greater attenuation in the right

atrium/right ventricle than in the left atrium/left ventricle), late (low

attenuation in both the left atrium/left ventricle and the right atrium/

right ventricle), and bolus failure (no contrast).

Radiation Dose for Our Protocol
Radiation dose to the patient was monitored for each study by

means of the 2 standard dose indicators calculated by the CT scan-

ner for each CT study and automatically saved to a dose report on

our PACS: the CTDIvol and the DLP. The CTDIvol parameter is

representative of the average dose delivered within the recon-

structed section. The CTDIvol represents the weighted CTDI di-

vided by the pitch. The weighted CTDI describes the average dose

throughout a 160 mm-diameter circular phantom made of Plexi-

glas (Rohm and Haas, Philadelphia, Pennsylvania) adding up the

central dose weighted by a one-third factor and the peripheral dose

weighted by a two-thirds factor. The DLP can be related to energy

imparted to organs and can thus be used to assess overall radiation

burden of a given examination. It is equal to the product of the

CTDIvol multiplied by the length of the scan in centimeters.21 The

contribution of the 2 phases of our protocol (head and neck, car-

diac) to the CTDIvol and the DLP was recorded.

Statistical Analysis
Univariate and multivariate analyses involving linear regressions

were conducted to assess the influence of age, weight, BMI, AP and

lateral diameters of the chest, and heart rate on the percentage of

coronary segments considered diagnostic; the mean CNR mea-

sured in the coronary arteries; and the proportion of diagnostic

vessel lengths. Significance threshold was set at .05.

Results

Patient Characteristics
Two hundred ten consecutive patients evaluated in the ED
because of suspected stroke between August 1, 2006, and Sep-
tember 31, 2008, were considered as potential candidates for
this study. Forty-three were patients with hyperacute stroke
and were excluded because the consent process could have
delayed the stroke reperfusion therapy for which they were
eligible. Thirty-three patients were excluded because they were
non-English speakers and could not give consent. Among the
134 patients who were approached to enroll in our study, 120
consented and 14 refused to enroll. In our study population of
120 patients, 79 patients had coronary arteries that could be
either partially or totally assessed (Fig 2). Five patients were
excluded because they had coronary artery bypass grafts. In 36
patients, the cardiac portion of the CTA failed because of tech-
nical issues (n � 21) or poor image quality (n � 15). Among
these 36 patients, 7 failures were related to patient size and 14
were related to technical issues. The 21 cases in which failure
was unrelated to our protocol were excluded, and our image-
quality analysis was performed on the remaining 94 patients
(79 successful cases and 15 cases in which the cardiac portion
of the CTA study failed for reasons related to our protocol).

The mean age of the 94 patients (52 men, 42 women) in-
cluded in our study was 64 � 13 years, with a range of 43– 89
years. The mean heart rate during the cardiac portion of the
CTA was 70 � 13 beats per minute, with a range of 41–102

Fig 2. Study participants. One hundred twenty consecutive patients receiving standard-of-care stroke CT evaluation were prospectively enrolled in our study. Five patients were excluded
because of CABGs. In 79 patients, both the carotid and cardiac portions of the CTA succeeded. In 36 patients, the carotid portion succeeded, but the cardiac portion failed. Fifteen of these
36 failures were directly related to our protocol, 7 were related to patient size, and 14, to technical issues. The 21 cases in which failure was unrelated to our protocol were excluded,
and our image-quality analysis was performed on the remaining 94 patients.
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beats per minute. The mean BMI was 25.6 � 3.7, with a range
of 16.6 –36.9. The mean AP diameter of the chest was 25.9 �
2.9 cm, with a range of 19.2–35.1 cm. The mean lateral diam-
eter of the chest was 39.5 � 5.2 cm, with a range of 28.2–50.8
cm.

The mean duration of our stroke CT protocol was 16 � 3
minutes, with a range of 11–21 minutes. The cardiac CTA
portion of this protocol was responsible for 6.5% � 1.2% of its
total duration, with a range of 4.8%– 8.8%.

Discharge diagnoses in our patient population were as fol-
lows: Thirty-six of our 94 patients (38.3%) were diagnosed
with ischemic stroke at the time of their CT evaluation; the
time from symptom onset in these patients until the time of
their scanning was, on average, 10.4 � 3.1 hours, with a range
of 5.5–15.0 hours. The use of our protocol did not delay treat-
ment for any of our study participants. Eighteen (19.1%) were
diagnosed with transient ischemic attack. Of the remaining
patients, 12 (12.8%) had migraine headaches, 4 (4.3%) had
aneurysms, 5 (5.3%) had brain tumors, and 19 (20.2%) had
other diagnoses such as syncope, Bell palsy, and cervical
radiculopathy.

Carotid Artery Image Quality
The carotid arteries, aorta, and vertebral arteries were 100%
diagnostic (rated good or excellent) in all study patients. The
mean attenuation was �300 HU for each artery (On-line Fig
2). The mean CNR values for the carotid arteries and the aorta
were �10 (On-line Table 1).

Optimal Reconstruction Window for the Cardiac Portion
of the CTA
In 68% (n � 54) of cases, a single phase was used for the
assessment of all 3 vessels—RCA, LAD, and LCX (On-line
Table 2). In most of these cases (37%, n � 20), the single phase
used was 75% of the cardiac cycle (ie, the middiastolic phase);
the second most-used phase (20%, n � 11) was 45%.

Coronary Artery Image Quality
In the segment-level analysis, a total of 931 coronary artery
segments were evaluated. Of these, 163 were rated as excellent
and 334, as good, amounting to 497 diagnostic segments. The
following segments were nondiagnostic for reasons unrelated
to our protocol: 144 segments due to tiny vessel size, 41 seg-
ments due to heavy calcification, and 2 segments due to pace-
maker artifacts. The following segments were nondiagnostic
for reasons related to our protocol: 169 segments due to mo-
tion artifacts, 70 segments due to poor contrast enhancement,
and 8 segments due to streak artifacts. The percentage of seg-
ments considered diagnostic, excluding those segments non-
diagnostic for reasons not related to our protocol, was 67%
(497/744) (Fig 3A). When considering proximal segments
only, the percentages that were diagnostic were as follows:
71% of the proximal RCA, 84% of the LM, 83% of the proxi-
mal LAD, and 74% of the proximal LCX. A statistically signif-
icantly higher proportion of coronary artery segments were
considered diagnostic in patients with heart rates �85 beats
per minute than in patients with heart rates �85 beats per
minute (P � .001). BMI tended to influence the image quality
unfavorably (P � .066). Age, weight, and AP and lateral diam-
eters of the chest were not found to have an important influ-

ence on coronary artery image quality. The difference in image
quality between the proximal and the distal coronary artery
segments was statistically significant (P � .001).

In the vessel-level analysis, the percentages of vessels con-
sidered diagnostic (excellent or good) were as follows: the
RCA, 75%; LM, 84%; LAD, 82%; and LCX, 77% (Fig 3B). In
the patient-level analysis, most patients (n � 61, 65%) had
excellent findings on cardiac examinations (Fig 3C).

Fig 3. A, Segment-level analysis of coronary artery image quality. Each coronary artery
segment was given an image-quality score (0 � excellent, 1 � good, and 2 � nondiag-
nostic). The nondiagnostic segments were separated into 3 categories: motion artifacts,
poor contrast, and streak artifacts. Those segments that were nondiagnostic due to tiny
vessel size, heavy calcification, or pacemaker artifacts were excluded because they were
nondiagnostic for reasons not directly related to our protocol. B, Vessel-level analysis of
coronary artery image quality. A coronary artery was considered excellent if the entire
artery was diagnostic, good if 1 or 2 segments were diagnostic, and nondiagnostic if no
segments were diagnostic. Those segments that were nondiagnostic for reasons unrelated
to our protocol (ie, tiny vessel size, heavy calcification, or pacemaker artifacts) were
omitted from this analysis. C, Patient-level analysis of coronary artery image quality.
Cardiac examinations that were 75%–100% diagnostic were considered excellent, cardiac
examinations that were 50%–74% diagnostic were considered good, and cardiac exami-
nations that were 0%– 49% diagnostic were considered failed. Most patients (65%, n �
61) had cardiac examinations that were 75%–100% diagnostic. Nondiagnostic segments in
the failed cases were primarily due to motion artifacts.
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Coronary Artery CNR
The mean CNR in all measured coronary artery segments was
11.7 � 3.9 (On-line Table 1). The average mean attenuation
for each coronary artery was �300 HU (On-line Fig 3). BMI,
weight, and lateral diameter of the chest significantly influ-
enced CNR values (P � .026, P � .011, and P � .003, respec-
tively). CNRs tended to decrease with the AP diameter of the
chest (P � .095). In contrast, age and heart rate did not influ-
ence CNRs (P � .112, and P � .432, respectively). In a multi-
variate analysis involving BMI, weight, AP and lateral diame-
ters of the chest, lateral diameter of the chest was found to be
the variable with the greatest influence on CNR (P � 0.033).

Coronary Artery Vessel Lengths
The mean visualized lengths of the coronary arteries were as
follows: RCA, 94.5 � 54.1 mm; LM, 10.2 � 6.2 mm; LAD,
78.1 � 42.7 mm; and LCX, 48.7 � 32.6 mm. On average, 68%
of coronary vessel lengths were diagnostic. The percentage of
vessel lengths considered diagnostic for the individual coro-
nary arteries was as follows: 60% of the RCA, 79% of the LM,
67% of the LAD, and 65% of the LCX. A statistically signifi-
cantly higher proportion of diagnostic vessel lengths was seen
in patients with heart rates �85 beats per minute than in those
with heart rates �85 beats per minute (P � .001). BMI was
also found to affect diagnostic vessel lengths (P � .051). In
contrast, age, weight, and AP and lateral diameters of the chest
were not significant factors influencing diagnostic vessel
lengths.

Cardiac Chambers Contrast Opacification
The average mean attenuation was greater in the left cardiac
chambers than in the right (On-line Fig 4).

Radiation Dose for Our Protocol
The mean CTDIvol and DLP for the first phase of our protocol
(head and neck) were the following: 17.4 � 3.0 mGy and
726.4 � 41.5 mGy*cm, respectively. The mean CTDIvol and
DLP for the second phase of our protocol (cardiac) were
75.1 � 8.7 mGy and 374.7 � 28.9 mGy*cm, respectively, and
represented an increase of 45% compared with the first phase
of the protocol.

Discussion
In this study, we showed that our comprehensive stroke CT
protocol, which includes the intracranial and cervical arteries,
aortic arch, cardiac chambers and walls, and coronary arteries,
is of adequate image quality despite use of no beta blockers. In
our study group of 120 consecutive patients, the carotid por-
tion of our proposed stroke CT protocol was consistently suc-
cessful, and the cardiac portion was successful in 84% of pa-
tients. In most cases (n � 61, 65%), the patient’s coronary tree
was 75%–100% diagnostic; and overall, 68% of the coronary
vessel lengths were diagnostic. We did not include patients
with hyperacute stroke in our study because we did not want
to risk delay in their treatment. However, the cardiac CTA
portion of our stroke CT protocol did not significantly
lengthen the duration of the stroke CT study in our patient
population. Therefore, our triple rule-out stroke CT protocol
has the potential to be applied in the hyperacute setting with-
out delaying treatment.

The primary cause of coronary artery diagnostic failure re-
lated to our protocol was motion artifacts. Heart rates �85
beats per minute significantly increased the rate of failed car-
diac/coronary studies. We could not use beta blockers to lower
heart rate in our patients with a suspicion of acute ischemic
stroke, in whom a slightly elevated blood pressure needs to be
maintained to preserve the cerebral perfusion pressure.22

Thirty-seven percent of our patients had heart rates �85 beats
per minute. Despite this, in the vessel-level analysis, the suc-
cess rate for each coronary vessel was as follows: RCA, 75%;
LM, 84%; LAD, 82%; and LCX, 77%.

The proximal coronary artery image quality was signifi-
cantly greater than the distal coronary artery image quality.
This finding is important because visualization of the proxi-
mal portions is most clinically valuable. Patients with signifi-
cant left main coronary artery disease show improved out-
come with surgery rather than medical treatment,23-25 along
with patients with significant disease in the proximal LAD and
the proximal LCX.26-28 Our protocol could assist in this iden-
tification because we were able to capture 84% of the LM, 83%
of the proximal LAD, and 74% of the proximal LCX.

Our protocol combines carotid and cardiac imaging in 1
CTA series, with the carotid acquisition first and the cardiac
second. Combining the 2 acquisitions saves time and limits
contrast, which is important because the patient may need
further studies requiring contrast. The carotid arteries are
scanned first to avoid streak artifacts caused by contrast in the
jugular vein. The coronary arteries are scanned second to en-
sure greater contrast in the left cardiac chambers than in the
right and to avoid streak artifacts caused by contrast in the
right cardiac chambers. Further studies are needed to evaluate
the potential of this CT protocol to replace TEE of the heart in
the evaluation of patients with ischemic stroke for the pres-
ence of intracardiac clot.5 Our CT protocol presents an addi-
tional advantage in that it can assess coronary artery disease;
this assessment cannot be done with TEE. This advantage will
need to be considered in the light of a small additional radia-
tion dose, which is probably acceptable in the elderly popula-
tion of patients with stroke.

Image-quality assessment of our proposed protocol
yielded results comparable with those of other research
groups. Kim et al29 conducted a systematic analysis of image
quality in 100 consecutive patients undergoing 64-section CT
of the brain and neck for evaluation of stroke. In this study, the
average mean attenuation for the proximal and distal ICAs
was 330.0 and 314.0 HU, respectively, and the average mean
attenuation for the proximal and distal CCAs was 276.0 and
334.9 HU, respectively. In our study, the average mean atten-
uation in the ICAs and CCAs was 343.4 and 336.5 HU, respec-
tively. Therefore, we achieved comparable contrast opacifica-
tion in the carotid arteries, while using a small amount of
contrast material (only 30 cc). This was allowed by the optimal
timing of our CTA acquisition based on the perfusion CT
series used as bolus tests.

Delhaye et al20 conducted a study in 133 consecutive pa-
tients with no beta blockers by using ECG gated multidetector
CT imaging of the chest, evaluating the image quality of the
coronary arteries. In 127 of these patients (95%), coronary
arteries could be either partially or completely assessed. The 6
patients with failed examinations in this study were excluded,
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primarily because of poor contrast enhancement in the coro-
nary arteries. Their coronary artery segment-level image-qual-
ity analysis had the following results: The 10-segment coro-
nary tree was 75% diagnostic, and the proximal segments were
93% diagnostic. In our study, patients with failed cardiac ex-
aminations due to poor contrast enhancement were included
in our final analysis. Our coronary artery segment-level im-
age-quality analysis had the following results: The 10-segment
coronary tree was 67% diagnostic, and the proximal segments
were 78% diagnostic.

Coronary artery segments that were heavily calcified were
excluded in our image-quality analysis because our ability to
evaluate the degree of stenosis in these segments was limited by
the heavy calcifications, not by technical reasons related to our
protocol. Patients with heavily calcified arteries are at higher
risk of coronary ischemic events independent of underlying
stenoses.30

Conclusions
Our stroke CT protocol provides 1 examination for stroke
evaluation on admission. With this 1 single protocol, it is pos-
sible to assess intracranial and cervical arteries, the aortic arch,
the cardiac chambers and walls, and the coronary arteries. It is
quick and of adequate image quality despite use of no beta
blockers.
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