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ORIGINAL RESEARCH
BRAIN

Exposing Hidden Truncation-Related Errors in Acute Stroke
Perfusion Imaging

W.A. Copen, A.R. Deipolyi, P.W. Schaefer, L.H. Schwamm, R.G. González, and O. Wu

ABSTRACT

BACKGROUND AND PURPOSE: The durations of acute ischemic stroke patients’ CT or MR perfusion scans may be too short to fully
sample the passage of the injected contrast agent through the brain. We tested the potential magnitude of hidden errors related to the
truncation of data by short perfusion scans.

MATERIALS AND METHODS: Fifty-seven patients with acute ischemic stroke underwent perfusion MR imaging within 12 hours of
symptom onset, using a relatively long scan duration (110 seconds). Shorter scan durations (39.5–108.5 seconds) were simulated by pro-
gressively deleting the last-acquired images. CBV, CBF, MTT, and time to response function maximum (Tmax) were measured within
DWI-identified acute infarcts, with commonly used postprocessing algorithms. All measurements except Tmax were normalized by
dividing by the contralateral hemisphere values. The effects of the scan duration on these hemodynamic measurements and on the
volumes of lesions with Tmax of �6 seconds were tested using regression.

RESULTS: Decreasing scan duration from 110 seconds to 40 seconds falsely reduced perfusion estimates by 47.6%– 64.2% of normal for
CBV, 1.96%– 4.10% for CBF, 133%–205% for MTT, and 6.2– 8.0 seconds for Tmax, depending on the postprocessing method. This truncation
falsely reduced estimated Tmax lesion volume by 71.5 or 93.8 mL, depending on the deconvolution method. “Lesion reversal” (ie, change
from above-normal to apparently normal, or from �6 seconds to �6 seconds for the time to response function maximum) with increasing
truncation occurred in 37%– 46% of lesions for CBV, 2%– 4% for CBF, 28%–54% for MTT, and 42%– 44% for Tmax, depending on the
postprocessing method.

CONCLUSIONS: Hidden truncation-related errors in perfusion images may be large enough to alter patient management or affect
outcomes of clinical trials.

ABBREVIATIONS: MRP � MR perfusion imaging; SVD � singular value decomposition; Tmax � time-to-maximum of the deconvolved tissue response function

CT and MR perfusion (MRP) imaging are used frequently in

acute ischemic stroke care and are increasingly used to deter-

mine treatment eligibility in therapeutic trials.1-4 In both tech-

niques, maps of regional hemodynamic parameters like CBF or

CBV are derived from dynamic images that quantify the con-

centrations of an intravenously injected contrast agent as it

passes through the brain. Clinical studies often omit consider-

ation of the postprocessing algorithms that convert concentration

measurements to perfusion maps, implicitly accepting their accu-

racy. However, postprocessing algorithms can produce signifi-

cant errors,5 which typically are visually undetectable during

interpretation.

One type of error results from temporal truncation of concen-

tration measurements by scan durations that are too short to ad-

equately sample the passage of the contrast agent bolus, which

occurs most often under ischemic conditions. Bolus injections

typically take at least 5 seconds, and injecting the larger volumes of

contrast used for CTP may take 10 seconds or longer.6,7 After

injection, the bolus travels to ischemic brain tissue via stenotic arter-

ies and/or circuitous collateral pathways, potentially lengthening the

average arm-to-brain transit time to 35 seconds or more.8
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Dispersion may cause some components of the bolus to arrive far

later.9 Once each part of the bolus arrives, the average time that it

spends in ischemic tissue is commonly 10–20 seconds and some-

times considerably longer,10 because autoregulatory vasodilation

slows blood velocity. In comparison, CTP and MRP scans may be as

short as 40 seconds.6,11 Therefore, the parametric perfusion maps

that are used for clinical interpretation may be derived from severely

truncated concentration data.

A previous study showed that data truncation may result in

underestimation of CBV in ischemic tissue.12 We hypothesized

that other common perfusion measurements are also prone to

truncation-related errors. We retrospectively analyzed the MRP

images of patients with acute stroke, which can be acquired with

longer scan durations than CTP scans, without concern for ion-

izing radiation exposure. We simulated progressively shorter scan

durations by discarding the images acquired at the final time

points in each perfusion scan. We tested whether scan duration

altered calculated perfusion parameters within acute infarcts, by

placing regions of interest near the center of each patient’s DWI

lesion, and then assessing whether perfusion measurements ob-

tained within these ROIs were altered by increasing degrees of

scan truncation. We investigated perfusion within acute in-

farcts because especially severe ischemia might be expected to

exist within infarcts, and because some studies have substi-

tuted perfusion imaging for DWI in identifying irreversibly

injured tissue.1-4,13,14 We also tested whether scan duration

altered the volumes of lesions in thresholded maps of the time-

to-maximum of the deconvolved residue function (Tmax), be-

cause these volumes have been used to determine eligibility for

recanalization therapy in clinical trials.3,15

MATERIALS AND METHODS
Patient Selection
This study was approved by our institutional review board, which

waived its informed consent requirement because only retrospective

data analysis was performed. We reviewed hospital records and se-

lected all patients from a 14-month period

who satisfied the following criteria: 1) clin-

ical diagnosis of new ischemic stroke; 2)

MR imaging examinations, including

DWI and MRP, completed within 12

hours of the time when the patient was last

seen at neurologic baseline; 3) discovery of

new symptoms within 15 minutes of that

time; and 4) DWI-positive anterior circu-

lation ischemic lesion. Patients were ex-

cluded if their DWI or MRP data were too

motion-degraded to permit satisfactory

processing, if motion correction resulted

in the sections containing the DWI lesion

being no longer visualized, or if the DWI

lesion was too small to accommodate a re-

gion of interest measuring 5.2 � 5.2 mm.

Image Acquisition
Images were acquired on a 1.5T MR im-

aging scanner (Signa; GE Healthcare,

Milwaukee, Wisconsin). DWI used a

balanced spin-echo echo-planar pulse sequence, incorporating

two 180° radiofrequency pulses to reduce eddy current–related

artifacts.16 The FOV was 22 cm, with a 128 � 128 matrix, zero-

filled in k-space to produce 256 � 256 pixel images. TR was 5000

ms, and TE was as short as possible. There were 25 diffusion-

encoding directions, with b�1000 s/mm2 and 3 volumes with

b�0 s/mm2.

MRP used a gradient-echo echo-planar pulse sequence with a

22-cm FOV and a 128 � 128 matrix. TR and TE were 1500 and 35

ms, respectively, and the flip angle was 60°. Eighty volumes were

acquired, resulting in a scan time of 2 minutes. Ten seconds after

scan initiation, 20 mL of gadopentetate dimeglumine (Magnevist;

Bayer HealthCare Pharmaceuticals, Wayne, New Jersey) was

power-injected intravenously at 5 mL/s, followed by a similar vol-

ume of normal saline, injected at the same rate.

For both DWI and MRP, section thickness and spacing were 5

and 1 mm, respectively. DWI sections were prescribed to com-

pletely cover the brain. MRP coverage was limited to 14 or 15

sections, prescribed as a subset of DWI section locations.

Image Review
Without referring to perfusion maps, an experienced neuroradi-

ologist placed a 5.2 � 5.2 mm region of interest in the geographic

center of each patient’s DWI lesion. A second, identically sized

region of interest was placed in an anatomically similar location

on the opposite side of the brain, to allow normalization of per-

fusion values in the lesion via comparison with presumably nor-

mal values. These ROIs were transferred to the corresponding

anatomic locations on the raw perfusion images (Fig 1). Before

generation of any postprocessed perfusion maps, the neuroradi-

ologist reviewed the ROIs to ensure that neither included a mac-

roscopically visible blood vessel whose “blooming” could unduly

influence perfusion measurements. When this occurred, the re-

gion of interest was moved slightly. Whenever possible, each pa-

tient’s ROIs were placed exclusively in gray matter or exclusively

FIG 1. Region-of-interest placement. Lesion (red) and contralateral (green) regions of interest
from 1 patient are superimposed on the diffusion-weighted image that was used for their place-
ment (left) and the perfusion source image to which they were subsequently transferred (right).
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in white matter. In the few cases in which this placement was

impossible, the lesion and contralateral ROIs were chosen to in-

clude similar proportions of gray and white matter.

Following the completion of region-of-interest placement, the

same neuroradiologist manually measured the volumes of DWI-

hyperintense lesions that were thought to reflect acute infarction,

for each patient.

Image Processing
From MRP data, we calculated 4 commonly studied regional he-

modynamic parameters: CBV, CBF, MTT, and the time at which

the deconvolved tissue response function R(t) reached its maxi-

mum (Tmax). To assess whether different computation methods

have varying vulnerabilities to truncation-related artifacts, we cal-

culated each of these 4 parameters using several alternative algo-

rithms, so that 11 perfusion maps were created for each patient.

Generation of 10 of the 11 perfusion maps required deriving

R(t) from the tissue concentration function C(t), by using decon-

volution with an arterial input function. Deconvolution was per-

formed by in-house, fully automated software, using the following

steps: First, the number of baseline images (ie, before arrival of the

contrast bolus) was derived by spatially smoothing each image with a

Hanning filter, averaging the signal intensity of all tissue pixels at each

time point, and selecting the time point before the one exhibiting the

largest incremental signal change as the final baseline image. Motion

correction was performed by coregistering17 each volume to the first

baseline image, and the images were then converted to concentra-

tion-of-contrast-agent versus time curves, C(t).18

Arterial input function voxels were selected from the section

with the largest number of high-blood-volume voxels. Candidate

voxels were identified with a combina-

tion of previously described criteria,19-23

including high CBV, early contrast agent

arrival time, short relative MTT, and

narrow full width at half maximum con-

centration values. K-means cluster anal-

ysis was then performed on the candi-

date voxels, and the cluster with the

narrowest full width at half maximum

was selected as the arterial input func-

tion. The same arterial input function

was used for every simulated scan dura-

tion, though the arterial input function

was truncated to the same length as the

C(t).

Deconvolution was performed by

using 2 alternative algorithms: standard

singular value decomposition (sSVD)24

and oscillation-index regulated singular

value decomposition with a block circu-

lant matrix (oSVD), a refined version of

SVD that is insensitive to bolus arrival

delay–related artifacts.25 Hereafter, he-

modynamic measurements derived

from standard singular value decom-

position are labeled with the prefix “s,”

whereas those derived from oSVD are

labeled with the prefix “o.”

CBV was calculated in 3 ways. One CBV measurement, here-

after called CBVc, was produced by integrating the C(t) in each

image pixel. This simplest of CBV algorithms has been used in

numerous MRP studies and does not require deconvolution.20,26

The other 2 CBV measurements were produced by integrating the

R(t), and will be designated sCBVr and oCBVr, to indicate which

deconvolution algorithm was used. This technique is equivalent

theoretically to that used by at least 1 commercially available CTP

software package.27

CBF was calculated as the maximum value of the deconvolved

response function (sCBF or oCBF), and Tmax was the time at

which that maximum was reached (sTmax or oTmax). MTT was

calculated as the quotient of CBVc divided by sCBF or oCBF

(yielding sMTTc or oMTTc, respectively), sCBVr divided by sCBF

(yielding sMTTr), or oCBVr divided by oCBF (yielding oMTTr).

To assess the effects of scan duration, we created temporally

truncated datasets, simulating the data that would have been

acquired if shorter scans had been performed. For example, a

90-second scan duration was simulated by discarding the im-

ages from the final 30 seconds of the full 120-second scan.

Sample perfusion maps produced from a single patient’s data,

truncated to simulate 2 different scan durations, are shown in

Fig 2.

Our MRP protocol included a 10-second delay between the

beginning of image acquisition and initiation of contrast injec-

tion. To facilitate comparison with previously published results

(which may not use the same preinjection delay) and to facilitate

future protocol design, we will hereafter refer to our simulated

scan durations in terms of their relationship to the time at which

FIG 2. Visual appearance of truncation artifacts resulting from scans of different durations.
Sample perfusion maps produced from a single patient’s perfusion data, which have been trun-
cated to simulate perfusion scans of 2 different durations that are similar to those in common
clinical use: 45.5 seconds (top row) and 90.5 seconds (bottom row) following contrast injection.
The CBV map from the shorter 45.5-second scan shows a low-CBV lesion in the right frontal lobe
(arrows, top row). However, the more accurate CBV map produced from the longer scan shows
elevated rather than reduced CBV (arrows, bottom row). CBF maps produced from the 2 scan
durations show little appreciable difference. The MTT map from the truncated scan shows almost
no lesion, but there is a sizeable lesion with prolonged MTT in the map produced from the longer
scan. The Tmax maps produced from the 2 scan durations show subjectively appreciable lesions
of similar sizes. However, the color legend at the right of the figure shows that the abnormal Tmax
values produced by the shorter scan are �6 seconds, so this tissue would not be classified as “at
risk” by studies that use that threshold, whereas the longer scan produced a large lesion with
Tmax values above the 6-second threshold.
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contrast injection began (eg, the duration of the full 120-second

scan was 110 seconds postinjection).

Statistical Analysis
For each patient, for every simulated scan duration, normalized

CBV, CBF, and MTT measurements were obtained, by dividing

the mean of the lesion region-of-interest values by the mean value

in the contralateral region of interest. For the 2 Tmax measure-

ments, sTmax and oTmax, the mean absolute regional Tmax

value recorded in the lesion region of interest was recorded, with-

out normalization.

For every simulated scan duration ranging from 39.5 to 110

seconds postinjection, the mean of each hemodynamic measure-

ment across all patients was calculated. This minimum duration

was chosen for 2 reasons: First, 39.5 seconds was the shortest scan

duration for which perfusion measurements incorporated at least

9 data points for all patients, thereby avoiding noisier measure-

ments obtained from only a few data points. Second, perfusion

studies have used scan durations as short as 40 seconds postinjec-

tion,6,11 and, with our TR of 1.5 seconds, the available scan dura-

tion closest to 40 seconds was 39.5 seconds.

Linear regression analyses were performed between each of

these 11 hemodynamic measurements and scan duration, and

against the base-10 logarithm of scan duration. To assess the mag-

nitude of truncation-related errors that might be expected for an

individual patient, we fit longitudinal fixed-effects models for

each hemodynamic parameter, with patient-specific slopes and

intercepts, incorporating observations from all durations, from

all patients. For these fixed-effects regressions, measurements

were included only if they were produced from at least 9 postar-

rival data points.

For each of the 11 measurements, we counted the number of

patients for whom worsening truncation by shorter scan dura-

tions resulted in “lesion reversal,” which we defined as either the

false creation of an apparent lesion when no lesion was truly pres-

ent, or the false disappearance of a lesion when a lesion was truly

present. Our goal was to reserve the classification of “lesion rever-

sal” for only those cases in which worsening truncation caused a

sustained change from above-normal ROI values to below-nor-

mal values and to avoid labeling as “lesion reversal” cases in which

image noise caused perfusion values to fluctuate randomly above

and below normal levels. Therefore, to determine that lesion re-

versal had occurred for a particular patient and any of the 9 nor-

malized measurements, we required that decreasing scan dura-

tions (ie, worsening truncation) resulted in above-normal

measurements for at least 3 consecutive scan durations, followed

by below-normal measurements for at least 3 consecutive dura-

tions, and were not followed by a subsequent return to 3 above-

normal measurements. For sTmax and oTmax, which were not

normalized, we defined lesion reversal as a sustained transition

from values of �6 seconds to �6 seconds. Several recent studies

have proposed 6 seconds as the Tmax threshold that best identi-

fies tissue at risk of infarction.3,15 For each of the 11 perfusion

measurements, we tallied the proportion of patients for which

lesion reversal occurred, and used logistic regression to assess

whether the likelihood of lesion reversal was related to DWI lesion

size.

In some clinical trials, patient eligibility for recanalization

therapy was based on the existence of a sufficient volume of brain

tissue with a Tmax of �6 seconds. To determine how scan dura-

tion might artifactually influence this measured volume, we mea-

sured the volumes of tissue with a Tmax of �6 seconds for each

patient at each simulated duration. We assessed the effect of scan

duration on lesion volume by using additional regression analyses

similar to those described above.

RESULTS
The study included 57 patients, 25 women, whose ages ranged

from 30.4 to 93.3 years, with a mean � standard deviation of 68.2

�16.8 years. DWI lesion volumes ranged from 0.29 to 178.07 mL,

with a mean � standard deviation of 31.40 � 42.65 mL.

For all hemodynamic parameters, the logarithmic model pro-

duced higher R2 goodness-of-fit statistics. Therefore, only the re-

sults of the logarithmic model will be discussed. The means of all

11 parameters decreased significantly (P � .001) as truncation

increased, as shown in Fig 3. However, the calculated slopes for

sCBF and oCBF were much smaller than those of the other pa-

rameters, reflecting the much smaller effect that truncation had

on CBF. The calculated slopes for each parameter were the follow-

ing: CBVc, 0.99/log10(s); sCBVr, 1.07/log10(s); oCBVr, 1.11/

log10(s); sCBF, 0.09/log10(s); oCBF, 0.06/log10(s); sMTTc, 2.70/

log10(s); sMTTr, 3.16/log10(s); oMTTc, 4.04/log10(s); oMTTr,

4.69/log10(s); sTmax, 15.6 s/log10(s); and oTmax, 18.6 s/log10(s).

Aggregated lesion volumes of tissue with a Tmax of �6 seconds

also decreased significantly with decreasing scan duration (P �

.001), with slopes of 73.8 mL/log10(s) and 167.6 mL/log10(s) for

sTmax and oTmax, respectively (Fig 4).

Results of the fixed regression models with patient-specific

slopes and intercepts are presented in Table 1 for region of inter-

est– based hemodynamic measurements and lesion reversal fre-

quencies, and in Table 2 for volumes of lesions with a Tmax of �6

seconds. All 11 parameters decreased significantly as truncation

increased (P � .001). Again, the calculated slopes for CBF were

much smaller than those of the other parameters. To facilitate

meaningful interpretation of the magnitudes of scan duration–

dependent artifacts, Table 1 includes calculations of “potential

truncation effect,” which we define as the decrease in the calcu-

lated value of that parameter that would be expected for an indi-

vidual patient if perfusion data were truncated by reducing the

scan duration from 110 seconds to 40 seconds postinjection. De-

creasing the scan duration from 110 to 40 seconds falsely reduced

perfusion estimates by 47.6%– 64.2% of normal for CBV, 1.96%–

4.10% for CBF, 133%–205% for MTT, and 6.19 – 8.00 seconds for

Tmax.

Lesion reversal frequencies for the 3 methods of computing

CBV ranged between 37% and 46%, indicating that for more than

one-third of patients, truncation of data by a short scan could

result in the appearance of a low-CBV lesion when no such lesion

was truly present. Lesion reversal frequencies for the 4 MTT cal-

culations ranged between 28% and 54%, indicating that trunca-

tion errors could obscure high-MTT lesions for many patients.

Lesion reversal frequencies for sTmax and oTmax were 42% and

44%, respectively, again showing that truncation errors could of-

ten prevent detection of tissue considered at risk of infarction.

4 Copen ● 2015 www.ajnr.org



Lesion reversal was much rarer for oCBF and sCBF, with lesion

reversal frequencies of 2% and 4%, respectively.

Logistic regression analysis showed no statistically significant

relationship between lesion reversal frequency and DWI lesion

size for any of the 11 perfusion parameters, except for sMTTc

(odds ratio � 1.021/mL, P � .03) and sMTTr (odds ratio � 1.018/

mL, P � .02).

Significant associations (P � .001) were also found between

scan duration and the volume of tissue with a Tmax of �6 sec-

onds. Truncating scan durations from 110 to 40 seconds falsely

reduced the estimated Tmax lesion volume by 71.5 mL for sTmax,

and 93.8 mL for oTmax (Table 2). An example of the effect of

scan duration on Tmax lesion volume is shown in Fig 5.

DISCUSSION
Perfusion imaging research studies frequently provide little or no

information regarding the postprocessing algorithms used, and

design details of proprietary postprocessing software typically are

not revealed. However, inattention to methodology may conceal

errors in perfusion images that could significantly change their

implications for patient care. Our results demonstrate that com-

mon perfusion postprocessing algorithms may produce very dif-

ferent results when scans of different durations are performed on

the same patient, resulting in varying degrees of data truncation

errors.

Longer scans more completely sample the passage of the con-

trast bolus through the brain, and presumably provide more ac-

FIG 3. Quantitative measurement of truncation artifacts caused by scans of different durations. Mean values of the 3 different CBV measure-
ments (A), the 2 different CBF measurements (B), the 4 different MTT measurements (C), and the 2 different Tmax measurements (D), averaged
across all patients, for scan durations ranging from 39.5 to 110 seconds after contrast injection. The curves in each graph were fitted by
logarithmic regression, which showed a significant (P � .001) decrease in every calculated parameter with decreasing scan time. However, the
magnitude of this reduction was much smaller for CBF than for the other parameters.

FIG 4. Artifactual effect of truncation on Tmax lesion volumes. Vol-
umes of tissue with calculated Tmax values of �6 seconds averaged
across all patients, for scan durations ranging from 39.5 to 110 seconds
after contrast injection. The curves in each graph were fitted by log-
arithmic regression, which showed a significant (P � .001) reduction in
both sTmax and oTmax with decreasing scan duration.
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curate perfusion measurements. Shorter scans may produce per-

fusion maps in which CBV, MTT, Tmax, and, to a much lesser

degree, CBF values are all underestimated in ischemic brain tissue

to varying degrees, depending on truncation severity. Because

scan durations vary widely across institutions, the severity of

truncation artifacts likely varies extensively as well. Perfusion

measurements reported in different studies from different insti-

tutions may not only fail to reflect the true hemodynamic status of

the brain but may not even be reliably comparable with each

other.

The severity of truncation artifacts is presumably most severe

in stroke patients, whose arterial lesions delay the arrival of the

contrast agent bolus and prolong its transit through the brain.

However, truncation can also be worsened for other reasons. For

example, a slower contrast injection rate, a narrower intravenous

catheter, longer or larger injection tubing, or an increase in pa-

tient size could all result in increased truncation artifacts. Even if

these factors were constant, moment-to-moment changes in car-

diac output could change the rate at which contrast material is

delivered to the brain and, therefore, the degree of truncation.

Therefore, even data acquired at different times at the same insti-

tution by using the same imaging protocol may be difficult to

compare if the scan duration is too short.

In acute stroke imaging, perfusion maps are often used to

identify brain tissue that is putatively at risk of infarction.4 Some

studies have proposed defining tissue at risk as visibly appreciable

MTT lesions. As shown in Fig 2, the truncation artifacts intro-

duced by a shorter scan could make such lesions less conspicuous

or erase them entirely. Other studies have proposed delineating

at-risk tissue by using quantitative hemodynamic thresholds, for

example, Tmax values of �6 seconds. In our study, calculated

Tmax values changed from above that threshold to below it in

nearly half of ischemic lesions, when scan durations were reduced.

Our analysis estimates that truncation of perfusion data may re-

duce the measured volume of putative “at-risk” tissue by �70 mL,

depending on truncation severity and the postprocessing algo-

rithm used. These truncation-related errors in MTT and Tmax

maps could result in failure to administer thrombolytic therapy to

patients who could be eligible for treatment in clinical trials using

Tmax inclusion criteria.

Some studies have also proposed that perfusion imaging

can also be used to identify “core” brain tissue that has irre-

FIG 5. Change in Tmax lesion volume resulting from truncation arti-
facts. Tmax maps produced from a single patient’s perfusion data,
which have been truncated to simulate perfusion scans of 2 different
durations that are similar to those in common clinical use: 45.5 sec-
onds (left) and 90.5 seconds (right) following contrast injection. High-
contrast window settings were used to depict pixels with a Tmax of
�6 seconds as white and other pixels as black. The 90.5-second scan
demonstrates a large lesion that would be considered “at risk” by
using the 6-second criterion and could potentially make the patient
eligible for thrombolytic therapy. The 45.5-second scan shows a much
smaller Tmax lesion. Tmax lesion sizes measured across all image sec-
tions for this patient were 430.2 mL for the 90.5-second scan and 79.2
mL for the 45.5-second scan.

Table 1: Regression-derived effects of scan duration on various hemodynamic measurements
Hemodynamic
Measurement

Deconvolution
Algorithm

Function Used for
CBV Integration t-statistic Slopea

Potential Truncation
Effectb

Lesion Reversal
Frequency

CBVc None Concentration 41.53 1.08/log10(s) 47.6% 37% (21/57)
sCBVr sSVD Response 17.99 1.46/log10(s) 64.2% 35% (20/57)
oCBVr oSVD Response 16.72 1.17/log10(s) 51.4% 46% (26/57)
sCBF sSVD NA 9.62 0.09/log10(s) 4.10% 4% (2/57)
oCBF oSVD NA 3.58 0.04/log10(s) 1.96% 2% (1/57)
sMTTc sSVD Concentration 34.49 3.03/log10(s) 133% 47% (27/57)
sMTTr sSVD Response 35.57 3.73/log10(s) 164% 28% (16/57)
oMTTc oSVD Concentration 42.50 3.79/log10(s) 166% 54% (31/57)
oMTTr oSVD Response 51.15 4.67/log10(s) 205% 39% (22/57)
sTmax sSVD NA 25.91 14.10/log10(s) 6.19 seconds 44% (25/57)
oTmax oSVD NA 28.62 18.2/log10(s) 8.00 seconds 42% (24/57)

Note:—NA indicates not applicable.
a The slopes of all 11 hemodynamic parameters with respect to the logarithm of scan duration were significantly greater than zero (P � .001). Therefore, t-statistics rather than
P values are reported.
b “Potential truncation effect” refers to the expected reduction in the calculated parameter value that would result from decreasing the scan duration from 110 seconds to 40
seconds postinjection. For example, if the CBVc value derived from a 110-second scan were 107.6% of normal, the expected CBVc using a 40-second scan would be 60.0% of
normal.

Table 2: Regression-derived effects of scan duration on the
volume of brain tissue with Tmax greater than 6 seconds

Hemodynamic
Measurement

Deconvolution
Algorithm

t-
statistic

Lesion
Volume
Slopea

Potential
Truncation

Effectb

sTmax sSVD 44.21 162.7 mL/log10(s) 71.5 mL
oTmax oSVD 47.94 213.4 mL/log10(s) 93.8 mL

a The slopes of sTmax and oTmax lesion volumes with respect to the logarithm of
scan duration were both significantly greater than zero with P � .001. Therefore,
t-statistics rather than P values are reported.
b “Potential truncation effect” reflects the expected decrease in the lesion volume
that would result from decreasing the scan duration from 110 seconds to 40 seconds
postinjection. For example, if the volume of an oTmax lesion were measured to be 150
mL using a 110-second scan, the expected lesion volume derived from a 40-second
scan would be 56.2 mL.
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versible ischemic injury, a role usually filled by DWI, because

low-CBV lesions approximate the size and location of DWI

lesions.2,13 Our results show that identifying core tissue with

perfusion imaging also may be challenging, because shorter

scan durations could cause CBV to appear low when it is actu-

ally elevated. If a large low-CBV lesion is presumed to reflect

extensive completed infarction that would make thrombolytic

therapy futile or dangerous, then truncation-related errors in

the CBV calculation could result in failure to treat patients who

otherwise would be eligible.

Our study is limited in that only a handful of postprocessing

algorithms were tested. Although these algorithms are among the

most commonly used in clinical research and practice, other al-

gorithms potentially could be more resistant to truncation-re-

lated errors. In addition, oTmax and sTmax volumes appear to

diverge with increased scan duration. However, it is more likely

that both will converge to different steady-state values represent-

ing the extent of tissue with abnormal hemodynamics. This out-

come is likely due to the threshold used for identifying tissue at

risk being based on literature values that used SVD for deconvo-

lution. It is possible that if a higher Tmax threshold were used,

similar volumetric results would be obtained. This finding of vol-

ume dependency exemplifies the need to disclose the algorithms

used for calculating perfusion maps, even those as simple as

Tmax.

Another limitation of our study is our inability to achieve ex-

actly the same proportion of gray matter and white matter in each

patient’s lesion and contralateral ROIs, for those patients in

whom ROIs could not be placed entirely within either gray matter

or white matter structures. As a result, noise may have been

introduced into the ratios that were used for normalization of

CBV, CBF, and MTT values. Therefore, the lesion reversal fre-

quencies that we calculated for each parameter are best consid-

ered approximations of the frequencies that would be com-

puted by using a larger sample size. However, because each

patient’s lesion and contralateral ROIs did not change posi-

tions across different scan durations, volume averaging–re-

lated errors in normalization ratios would not invalidate our

finding that increasing truncation causes artifactual decreases

in calculated perfusion parameters.

The most straightforward way to avoid truncation-related er-

rors in perfusion maps is simply to use CTP and MRP scans that

are as long as is feasibly possible. Unfortunately, in the case of

CTP, longer scans entail increased exposure to ionizing radiation.

This increase in exposure may be mitigated by combining an in-

crease in scan duration with a decrease in sampling frequency, for

example, acquisition of CTP images every 3 seconds instead of

every 1 second. However, reducing sampling frequency also pre-

sumably degrades perfusion maps, causing errors whose nature

and severity are dependent on the imaging technique and post-

processing algorithm used. Such artifacts are beyond the scope of

the current study but have been investigated by previous studies

that used methodology similar to ours, in which the effects of

various sampling frequencies were tested by acquiring a scan with

a high sampling frequency and then simulating lower frequencies

by selectively omitting some images.28-30

CONCLUSIONS
Our results show that truncation of data by short perfusion scans

may introduce large errors in perfusion maps of patients with

acute ischemic stroke. Our findings highlight the importance of

considering the vulnerabilities of different algorithms to trunca-

tion errors when choosing among them and interpreting the re-

sults of published studies that have relied on perfusion imaging.

Just as stroke researchers have recognized the importance of as-

sessing postprocessing errors related to bolus arrival delay,31 our

results show that truncation-related errors may be important as

well. Testing perfusion postprocessing software for these and

other shortcomings is more difficult when vendors of proprietary

software do not disclose the details of their postprocessing algo-

rithms. Therefore, our results also show the importance of trans-

parency in revealing algorithms that may be used in clinical re-

search or patient care.
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